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ICF International I Laboratory Data Consultants 
Environmental Services Assistance Team, Region 9 
1337 South 46th Street, Building 201, Richmond, CA 94804-4698 
Phone: (510) 412-2300; Fax: (510) 412-2304. 

MEMORANDUM 

TO: Chris Lichens, Remedial Project Manager 
Site Cleanup Section 4, SFD-7-4 

THROUGH: Rose Fong, ESAT Task Order Manager (TOM) $3 
Quality Assurance (QA) Program, MTS-3 

FROM: Doug Lindelof, Data Review Task Manager 
Region 9 Environmental Services Assistance Team (ESAT) 

ESAT Contract No.: EP-W-06-041 
Technical Direction Form No.: 00 10504 1 Amendment 7 

DATE: January 8,2008 

SUBJECT: Review of Analytical Data, Tier 2 

Attached are comments resulting from ESAT Region 9 review of the following analytical data: 

Site: 
Site Account No.: 
CERCLIS ID No.: 
Case No.: 
SDG No.: 
Laboratory: 
Analysis: 
Samples: 
Collection Date: 
Reviewer: 

Omega Chem OU2 
09 BC LA02 
CAD04224500 1 
Not Provided 
P I 0  104 
Test America Analytical T,esting Corp. 
1,2,3-Trichloropropane (1,2,3-TCP) 
6 Water Samples (see Case Summary) 
September 1,2006 
Santiago Lee, ESATILaboratory Data Consultants (LDC) 

This report has been reviewed by the EPA TOM for the ESAT contract, whose signature appears 
above. 

If there are any questions, please contact Rose Fong (QA ProgramEPA) at (415) 972-3812. 

Attachment 

SAMPLING ISSUES: [XI Yes [ ] No 

SDMS DOCID# 1121263 





Data Validation Report - Tier 2 

Case No.: Not Provided 
SDG No.: IPIO104 
Site: Omega Chem OU2 
Laboratory: Test America Analytical Testing Corp. 
Reviewer: Santiago Lee, ESATLDC 
Date: January 8,2008 

I. CASE SUMMARY 

Sample Information 
Samples: 

Field QC 

Concentration and Matrix: 
Analysis: 
Method: 

Collection Date: 
Sample Receipt Date: 

Extraction Date: 
Analysis Date: 

Field Blanks (FB): 
Trip Blanks (TB): 

Equipment Blanks (EB): 
Background Samples (BG): 

Field Duplicates (D 1): 
Laboratory QC 
Method Blanks & Associated Samples: 

C611103-BLK1: 

C611201-BLK1: 
Tables 

1B: 

OC2-MW20C-W-0-234,OC2-MW20B-W-0-235, 
OC2-MW20A-W-0-236,OC2-MW20A-W- 1-237, 
OC2-MW9B-W-0-238, and OC2.-MW9A-W-0-239 
Low Concentration Water 
1,2,3-TCP (GCJMS) 
EPA Method 524.2 
September 1,2006 
September 1,2006 
September 11 and 12,2006 
September 11 and 12,2006 

Not Provided 
Not Provided 
Not Provided 
Not Provided 
OC2-MW20A-W-0-236 and OC2-MW20A-W- 

OC2-MW20C-W-0-234,OC2-MW20B-W-0-235, 
OC2-MW20A-W-0-236,OC2-MW20A-W-1-237, and 
OC2-MW9B-W-0-238 
OC2-MW9A-W-0-239 

Data Qualifier Definitions for Organic Data Review 

Sampling Issues 

The chain of custody (COC) form did not specify the sample to be used for laboratory 
quality control (QC). The laboratory did perform matrix spike/matrix spike/duplicate 
(MSJMSD) analyses but it is not known which samples were spiked (see Comment A). 

The COC (attached) indicated that ascorbic acid was used as preservative. According to 
the electronic mail dated 02/28/07 (attached), HCl was also added to the samples. 
Sample holding time was met based on the use of HCl as preservative. 

Additional Comments 

As directed by the EPA TOM, a Tier 2 data review was performed (review all QC 



results and calibrations, minus calculation check). A Table 1A is not requested. 

The raw data for 1,2,3-TCP is missing in the data package; data for initial calibrations, 
continuing calibrations, run logs, tune reports, quantitation reports, and chromatograms 
are not provided. Only sample results and QC summaries are provided (attached, pp. 4 
and 8 of 10 in data package) for review. 

This report was prepared in accordance with the following documents: 

ESAT Region 9 Standard Operating Procedure 901, Guidelines for Data Review of 
Contract Laboratory Program Analytical Services (CLPAS) Volatile and Semivolatile 
Data Packages; 

EPA Method 524.2, Measurement of Purgeable Organic Compounds in Water by 
Capillary Column Gas Chromatography/Mass Spectrometry, Revision 4.1, 1995; 

USEPA Contract Laboratory Program National Functional Guidelines for Organic 
Data Review, October 1999. 

11. VALIDATION SUMMARY 

The data were evaluated based on the following parameters: 

Parameter 
Holding Timepreservation 
GCMS and GC Performance 
Initial Calibration 
Continuing Calibration 
Laboratory Blanks 
Field Blanks 
Surrogate 
Matrix SpikeIMatrix Spike Duplicates 
Laboratory Control Samples 
Internal Standard 
Compound Identification 
Compound Quantitation 
System Performance 
Field Duplicate Sample Analysis 

N/A = Not Applicable 

111. VALIDITY AND COMMENTS 

Acceptable Comment 
Yes 
N/ A 
N/A 
N/A 
Yes 
N/ A 
N/A 
No A 
Yes 
N/ A 
N/ A 
N/A 
N/ A 
Yes 

A. The matrix spikelmatrix spike duplicate recoveries (78%/79%) for 1,2,3-TCP 
analyzed on 0911 1/06 were below the laboratory QC limit of 80-120%. MSMSD 
recoveries (97%/112%) for 1,2,3-TCP analyzed on 09/12/06 were within the 
laboratory QC limit. It is not known which samples were spiked because the sample 
cross reference for the subcontracted laboratory is not provided. Consequently, the 
matrix-specific accuracy and precision could not be evaluated. 



TABLE 1B 

DATA QUALIFIER DEFINITIONS FOR ORGANIC DATA REVIEW 

The definitions of the following qualifiers are prepared according to the document, "USEPA 
Contract Laboratory Program National Functional Guidelines for Organic Data Review," 
October 1999. 

The analyte was analyzed for but was not detected above the reported sample quantitation 
limit. 

Indicates results which fall below the Contract Required Quantitation Limit. Results are 
estimated and are considered qualitatively acceptable but quantitatively unreliable due to 
uncertainties in the analytical precision near the limit of detection. 

The analyte was positively identified; the associated numerical value is the approximate 
concentration of the analyte in the sample. 

The analysis indicates the presence of an analyte that has been "tentatively identified" and 
the associated numerical value represents its approximate concentration. 

The analyte was not detected above the reported sample quantitation limit. However, the 
reported quantitation limit is approximate and may or may not represent the actual limit 
of quantitation necessary to accurately and precisely measure the analyte in the sample. 

The sample results are rejected due to serious deficiencies in the ability to analyze the 
sample and meet quality control criteria. The presence or absence of the analyte cannot 
be verified. 



Matrix spike sample analysis provides information about the effect of the sample 
matrix on sample preparation and measurement. 







GPL Laboratories Project ID: Omega Chemical OU-2 SSID-BC 

7210-A Corporate Court R06S80 Sampled: 09/01/06 
Frederick, MD 21703 Report Number: IPI0104 Received: 09/01/06 

on: Tim Mikesell ------------ 

Analyte Method Batch 

Sample ID: IP10104-01 (OC2-MW20C-W-0-234 - Water) 
Reporting Units: ngK 

1,2,3-Trichloropropane (123-TCP) SRL 524M-TCP C611103 

Sample ID: IPI0104-02 (OC2-MW20B-W-0-235 - Water) 
Reporting Units: ngL 

1,2,3-Trichloropropane (123-TCP) SRL 524M-TCP C611103 

Sample ID: IPI0104-03 (OC2-MW20A-W-0-236 - Water) 
Reporting Units: ngL 

1,2,3-Trichloropropane (123-TCP) SRL 524M-TCP C611103 

Sample ID: IPI0104-04 (OC2-MW20A-W-1-237 - Water) 
Reporting Units: ngL 

1,2,3-Trichloropropane (123-TCP) SRL 524M-TCP C611103 

Sample ID: IPI0104-05 (OC2-MW9B-W-0-238 - Water) 
Reporting Units: ngL 

1,2,3-Trichloropropane (123-TCP) SRL 524M-TCP C611103 

Sample ID: IPI0104-06 (OC2-MW9A-W-0-239 -Water) 
Reporting Units: ngL 

1,2,3-Trichloropropane (123-TCP) SRL 524M-TCP C611201 

CDHS SRL 524 MODIFIED METHOD FOR 1,2,3-TRICHLOROPROPrUVE PTIGCMS 
Reporting Sample Dilution Date Date Data 

Limit Result Factor Extracted Analyzed Qualifiers 

Sampled: 09/01/06 

5.0 ND 1 911 112006 911 112006 

Sampled: 09/01/06 

5.0 ND 1 911 112006 911 112006 

Sampled: 09/01/06 

5.0 ND 1 911 112006 9/11/2006 

Sampled: 09/01/06 

Sampled: 09/01/06 

ND 1 . 911 112006 911 112006 

Sampled: 09/01/06 

TestAmerica - Irvine, CA 
Diane Suzuki 
Project Manager 

The resultspertain oniy to the samples tested in the luborato~y. This report shall not be reproduced, 
except in fill, without written permission from TestAmerica. IpIoIo4 <Page 4 of lo> 



GPL Laboratories Project ID: Omega Ch 
7210-A Corporate Court R06S80 Sampled: 09/01/06 
Frederick, MD 21703 Report Number: IPIOlO4 Received: 09/01/06 
Attention: Tim Mikesell 

---m-um "n"o---p-m--~ - . ~ ~ ~ ~ ~ ~ ~ ~ m ~ - ~ , ~ ~ ~ ~ " m m - ~ ~ " m ~ m ~ " m  

CDHS SRL 524 MODIFIED METHOD FOR 1,2,3-TRICHLOROPROPANE PTIGCMS 

Analyte Result 

Batch: C611103 Extracted: 09/11/06 

Blank Analyzed: 09/11/2006 (C611103-BLK1) 
1,2,3-Trichloropropane (123-TCP) ND 

LCS Analyzed: 09/11/2006 (C611103-BS1) 
1,2,3-Trichloropropane (123-TCP) 4.42 

Matrix Spike Analyzed: 09/11/2006 (C611103-MS1) 
1,2,3-Trichloropropane (123-TCP) 39.2 

Reporting Spike Source %REC RPD Data 
Limit Units Level Result %REC Limits RPD Limit Qualifiers 

Matrix Spike Dup Analyzed: 09/11/2006 (C611103-MSD1) 
1,2,3-Trichloropropane (123-TCP) 39.4 5.0 

Batch: C611201 Extracted: 09/12/06 

Blank Analyzed: 09/12/2006 (C611201-BLK1) 
1,2,3-Trichloropropane (123-TCP) ND 5.0 

LCS Analyzed: 09/12/2006 (C611201-BS1) 
1,2,3-Trichloropropane (123-TCP) 4.47 5.0 

Matrix Spike Analyzed: 09/12/2006 (C611201-MS1) 
1,2,3-Trichloropropane (123-TCP) 48.4 5.0 

Matrix Spike Dup Analyzed: 09/12/2006 (C611201-MSD1) 
1,2,3-Trichloropropane (1 23-TCP) 55.8 5.0 

TestAmerica - Irvine, C A  
Diane Suzuki 
Project Manager 

Source: CPI0173-03 
50.0 ND 78 80-120 M2 

Source: CPI0173-03 
50.0 ND 79 80-120 1 20 M2 

5.00 89 80-120 

Source: CPI0252-01 
50.0 ND 97 80-120 

Source: CPI0252-01 
50.0 ND 112 80-120 14 20 

The resultspertarn only to the samples tested m the laboratory. This report shall not be reproduced. 
except infill, without wr~ttenpermissionfrom TestAmerica zpz0104 <Page 8 of lo>  


